Complications from anterior chamber lenses: report of cases.
This is a report of cases of complications from anterior intraocular lenses. Problems discussed include dislocated, misfit, or malpositioned implants and methods of surgical correction. The importance of accurate anterior chamber diameter measurement, flexible anterior chamber lenses, and stability of lens fixation for successful anterior chamber surgery is stressed.